Ol-922 Revision BH Released on 30 Aug 2022
Always Check MasterControl for latest release.

01-922 Page 48 of 66 Rev. BH Vialed and Packaged Test Strip Release Test Strips

100cd

biomedical
CERTIFICATE OF COMPLIANCE

This product has been manufactured in compliance with ISO 13485:2016 and Medical Device Single Audit
Program (MDSAP) standards and meets Nova Biomedical product specifications.

Customer: NI &
Description: TEST STRIPS, STATSTRIP
HEMOGLOBIN/HEMATOCRIT,
PACKAGED 50 CT
Catalog Number: 58786
Nova Biomedical P/N 58786
Target Range (Hct) CV (%)

28-36 % <8% PASS,/ FAIL
38-46 % <8% CPASS'/ FALL

48-56% <8% PASS// FAIL
Qty: a4, 4&0
Lot No. j 23 ZOSZU C/

Date of Mfg. (DOM):
20231 071 2Y (YYYYMM/DD)

Expiration Date:

2025/ 071274 (YYYY/MM/DD)

Unique Device Identifier (UDI): (01)20385480587864
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