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This product has been manufactured in compliance with ISO 13485:2016 and Medical Device Single Audit
Program (MDSAP) standards and meets Nova Biomedical product specifications.

The enzyme levels meet the following specifications:
iii) Test Inspection Item: Glucose + Enzymes (oxidized form) > 1.0 IU per strip
iv) Test Inspection Item: Ferrocyanide > 20 pg per strip

Customer: NIPRO - ODATE FACTORY

Description: TEST STRIPS, NIPRO STATSTRIP ™
GLUCOSE, 25 COUNT, COLUMN
(RAW MATERIAL)

Catalog Number: 59363

Nova Biomedical P/N 59363

Target Range (mg/dL) Mean MPE (%) CV (%)

60-75 <15 <65 PASS ./ FAIL
120-160 <15 <55 CPASS 7 FAIL

250-290 <15 <50 CPASS / FAILL
380-420 <15 <50 (PASS #FAIL
Y
500-540 <15 <50 PASS / FAIL
Combined MPE (%) < 10% (PASS » FAIL
Qty: o
Y 23,50l
LOt NO. iy 2
2133059309
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RELEASE TEST RESULTS

Customer: NIPRO - ODATE FACTORY

Description: TEST STRIPS, NIPRO STATSTRIP ™

GLUCOSE, 25 COUNT, COLUMN
(RAW MATERIAL)

Catalog Number: 59363

Nova Biomedical P/N 59363

Lot No. o 2

oo 21232 059%09
(Spiked whole blood) Target Range:60-75
Mean (mg/dL) N=72 CV% YSI (reference, mg/dL)) Mean MPE%
=6.5 =15
20 o 273 -4 b3
(Spiked whole blood) Target Range:120-160
Mean (mg/dL) N=72 CV% YSI (reference, mg/dL)) Mean MPE%
=55 =15
s i /1$0- O 2.3

(Spiked whole blood)

Target Range:250-290

Mean (mg/dL) N=72 CV% YSI (reference, mg/dL)) Mean MPE%
=5.0 =15
225 2.7 220 % 2->
(Spiked whole blood) Target Range:380-420
Mean (mg/dL) N=72 CV% YSI (reference, mg/dL)) Mean MPE%
=5.0 =15
299 2.% 298 3. 4
(Spiked whole blood) Target Range:500-540
Mean (mg/dL) N=72 CV% YSI (reference, mg/dL)) Mean MPE%
=5.0 =15
Srl p 5.7 533 < 5l
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Nova Biomedical Corporation

200 Prospect Street
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